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Nanostructure-assisted laser desorption/ionization time-of-flight mass spectrometry (NALDI-
TOFMS) has been developed recently as a matrix-free/surface-assisted alternative to
matrix-assisted laser desorption/ionization time-of-flight mass spectrometry (MALDI-
TOFMS). The NALDI surface of silicon nanowires is already very effective for the analysis
of small to medium sized, polar organic molecules in positive ion mode. The current study
examined this technology for the analysis of several nonpolar organic, organometallic, and
ionic compounds in positive ion mode, as well as a fluorinated compound and various
acids in negative ion mode. NALDI data are compared and contrasted with MALDI data
for the same compounds, and the higher sensitivity of NALDI is highlighted by the
successful characterization of two porphyrins for a sample amount of 10 amol per
spot. (J Am Soc Mass Spectrom 2010, 21, 1256–1259) © 2010 American Society for Mass
SpectrometryThe established matrix-assisted laser desorption/ionization time-of-flight mass spectrometry (MALDI-TOFMS) technique of co-crystallizing an analyte
with a radiation absorbing matrix is not optimal for the
analysis of small molecules (600 Da) due to high
intensity matrix species that dominate the spectrum
in the low mass range. The large choice of matrix
compounds with varying properties also means that
sample preparation is problematic and requires ana-
lyst expertise to achieve reproducible data. To ad-
dress both of these problems, several research groups
have investigated matrix-free or surface-assisted tech-
niques, that is, the analyte does not require mixing
and co-crystallization with any matrix compound.
The aim is to produce an immobilized surface that
mimics the matrix, but would give little or no back-
ground ions, while also removing the requirement for
analyte/matrix mixing. Deposition of an analyte so-
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sample preparation.
Tanaka’s pioneering work with cobalt particles dis-
persed in glycerol [1] has been followed by studies of
other metal and metal oxide particles [2], but these meth-
ods are better termed as using an ‘inorganic matrix’ rather
than being surface-assisted. The first surface-assisted
method to show promise was the use of graphite
particles [3], which afforded successful characterization
of several peptides. The development of desorption-
ionization on a random porous silicon surface (DIOS)
[4], not only allowed surface-assisted analysis of pep-
tides, but also afforded spectra of small organic mole-
cules devoid of matrix species. A more ordered silicon
nanocavity array has been fabricated using nanosphere
lithography [5]. Matrix-free techniques were reviewed
in detail in 2007 by Peterson [6]. The area has continued
to develop, with several silicon-based variations, in-
cluding unmodified silica [7], modified silica gels (mf-
MELDI-MS) [8], silicon nitride nanoparticles [9], and
chemically modified porous silicon [10].
One variation that has given very encouraging results
is desorption-ionization on silicon nanowires [11, 12],
grown from silane vapor, which has recently been com-
mercialized as nanostructure-assisted laser desorption/
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coined to describe other forms of nanowire surface [14].
Silicon nanowires have also recently been prepared via
chemical etching [15]. NALDI surfaces are applied
directly onto standard stainless steel target plates and
provide a robust, stable surface that can be used in
standard instrument configurations. The NALDI sur-
face has been evaluated for over forty mostly polar
organic compounds [16], and has been directly com-
pared to the performance of pencil lead, silica gel, and
DIOS surfaces in analyzing over fifty peptides [17].
This present study has focused on the application of
NALDI to a range of non-polar organic compounds,
organometallic and coordination complexes, which are
compounds we routinely analyze by MALDI. These
compounds and ionic analytes were analyzed in posi-
tive ion mode, whilst a highly fluorinated compound
and analytes containing various acid functionalities
employed negative ion mode.
Experimental
Dithranol, meso-tetraphenylporphyrin (TPP), meso-
tetra-4-methylphenylporphyrin (TMPP), meso-tetra
(pentafluorophenyl)porphyrin (TF5PP), copper ni-
trate (Cu(NO3)2), silver nitrate (AgNO3), polystyrene (PS,
Mn  600), and various transition-metal acetylacetonate
(acac) complexes (Fe(II), Co(II), Ni(II), Cu(II), Zn(II), V(III),
Cr(III), Mn(III), Fe(III), and Co(III)) were purchased from
Sigma-Aldrich (Dorset, UK). The remaining analytes (see
Acknowledgements for details of researchers whose sam-
ples have been freely provided and characterized in this
study) were submitted for analysis to the EPSRCNational
Mass Spectrometry Service Centre (NMSSC). 2-[(2E)-3-(4-
tert-butylphenyl)-2-methylprop-2-enylidene] malononi-
trile (DCTB) matrix, 1,1,1,3,3,3-hexafluoro-2-propanol
(HFIP, 99%) and tetrahydrofuran (THF, 99.5%) were
purchased from Fluka (Dorset, UK). HPLC grade dichlo-
romethane (DCM) and methanol (MeOH) were pur-
chased from Fischer Scientific (Loughborough, UK).
10 L of PS (THF, 10 mg mL1) solution was
vortex-mixed with 49 L of THF, and with 0.5 L of
Cu(NO3)2 (MeOH, 10 mg mL
1) or AgNO3 (THF, 10 mg
mL1). For comparative MALDI analysis, 49 L of
dithranol (THF, 20 mg mL1) was used. For the remain-
ing analytes (acac complexes in HFIP, 1 mg mL1,
except V(III) complex and all other analytes in DCM,1
mg mL1), 1 L of analyte solution was vortex-mixed
with 49 L of the same solvent, with 49 L of DCTB
(DCM, 20 mg mL1) being used for comparative
MALDI analyses; 0.5 L of the final mixture was
spotted onto a NALDI target or a gold-plated, deep-
welled MALDI plate.
NALDI and MALDI-TOFMS spectra were acquired
using an Applied Biosystems Voyager DE-STR spec-
trometer (Framingham, MA, USA), operated in positive
and negative ion, reflectron mode; an Opti-TOF plate
holder allowed entry of the NALDI target into the
spectrometer.Results and Discussion
The qualitative investigations began with the analysis
of aryl functionalized porphyrins TPP and TMPP. It is
extremely advantageous that due to the hydrophobic
properties of the NALDI surface even samples in the
most volatile of solvents (such as DCM in this case) do
not spread, allowing discrete and easy sample deposi-
tion, and preventing contamination of adjacent wells.
Interestingly, the [M  H] species was observed for
both porphyrins, in contrast to the positive radical (M·)
species typically observed in MALDI.
To test the sensitivity of the NALDI surface relative
to MALDI, both porphyrin solutions were successively
diluted by a factor of 10 and re-analyzed. MALDI
spectra of the analyte species with good signal-to-
noise (S/N  10:1) were acquired for 10 fmol of
analyte per deposition spot, whilst the NALDI sur-
face gave similar S/N ratios down to 10 amol of
analyte per deposition spot (see Figure 1). These
values represent a 1000 times typical increase in
sensitivity for the NALDI surface, which are compa-
rable to the findings of other researchers [11, 16, 17].
The fluorinated porphyrin TF5PP was studied, for
which the M· species is not usually observed by
MALDI. However, a mixture of M· and [M  H] as
well as fragment species were observed using NALDI
(see Supplementary Material, Figure S1, which can be
found in the electronic version of this article), and the
ion intensity is much lower than the non-fluorinated
porphyrin data acquired under similar conditions. An-
Figure 1. Sensitivity comparison of TMPP spectra: (a) 10 amol by
NALDI ([M  H] species m/z 671), and (b) 10 fmol by MALDI
(DCTB; M· species m/z 670).
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within the cavity of the macrocycle (MW  910) and
would normally give the M· species by MALDI. How-
ever, an apparent overlapping mixture of the [M  H]
and M· species was observed by NALDI (see Supple-
mentary Material, Figure S2). The porphyrins consid-
ered previously were all free base compounds capable
of being protonated, but here this ionization route is
blocked by the coordinated zinc atom, so ionization
pathways usually considered unfavorable are now uti-
lized. To examine this theory further, an aryl-boron
compound (MW  838) without obvious protonation
sites was studied. In MALDI, this compound simply
gives the M· species, and the same species is the base
peak observed using NALDI with the addition of
fragmentation ions (see Supplementary Material, Figure
S3), which indicates that the NALDI surface can be a
harder ionization technique than MALDI, depending
upon the analyte.
Oligomeric PS was investigated, and the lack of
conjugation between each aryl group per repeating unit
means the M· species is not normally observed by
MALDI; instead copper or silver cationizing agents are
added to observe the PS distribution. [M  Na/K]
species for polar analytes have been noted previously in
NALDI by relying on ubiquitous sources of metal ions
[16, 17]. In the equivalent NALDI analyses, the [M 
Cu] PS distribution was easily acquired (see Figure 2),
but the analogous [M  Ag] PS distribution was not
observed. Possibly the NALDI surface has a high affin-
ity for Ag ions, so they are not desorbed with typical
laser fluences and thus unable to undergo gas-phase
binding to PS chains and be detected.
Organometallic and coordination complexes were
also studied by examining a palladium-ferrocene com-
plex (MW  662), again typically observed as the M·
species by MALDI. Similar to the aryl-boron compound
above, the M· species, along with fragment ions, were
observed using the NALDI surface, but these latter
species are now the base peak of the spectrum, as
shown in Figure 3. The observation can be rationalized
by considering the weaker bond strengths of the
Figure 2. NALDI spectrum showing the [M  Cu] PS distri-
bution.palladium-ferrocene complex, which further indicates
that the NALDI surface can be a harder ionization
technique under certain circumstances. Similar observa-
tions were made between MALDI and NALDI for
platinum and iridium coordination complexes (see Sup-
plementary Material, Figures S4 and S5, respectively),
but higher mass species were also observed. It is
unlikely that the NALDI surface has reacted with the
analyte, and more likely that the higher sensitivity and
range of ionization mechanisms available simulta-
neously have led to the observation of impurities within
the sample. The ten acetylacetonate complexes have
been studied previously by MALDI and their intricate
spectra, surprising for such simple compounds, have been
discussed in detail [18]. Similar or evenmore intricate data
for these complexes were acquired using the NALDI
surface (see Supplementary Material, Figures S6).
The ability of the NALDI surface to form protonated
species is well documented, so we examined if the
deprotonation mechanism was accessible by studying
acidic compounds. Four boronic acids and three com-
pounds with multiple carboxylic and/or sulfonic acid
groups were analyzed in negative ion mode, but only
fragment ions were observed. A fullerene with two
carboxylic acid groups, observed as either M· or M·
species in MALDI, also only gave fragment ions in
NALDI. However, TF5PP was observed as the M
·
species in both methods (see Supplementary Material,
Figure S1).
Finally, three isomeric hypervalent iodine trifluoroac-
Figure 3. Comparison of spectra for a palladium-ferrocene com-
pound: (a) NALDI, and (b) MALDI (DCTB).etate (TFA) salts were investigated in positive ion mode.
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which the [2M TFA] species was exclusively observed
by MALDI, and with only the desorption process being
probed, similar results were expected using NALDI. Un-
like MALDI, the base peak of the NALDI data were
[M  TFA] species for the monomer, with the corre-
sponding dimer species observed at very low intensity
(see Supplementary Material, Figure S7). Identical data
were acquired for all three isomers and these data again
suggest the NALDI surface can be a harder ionization
technique than MALDI.
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